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Abstract
To date, there have been no studies that investigate the independent use of the
photoplethysmogram (PPG) signal to determine heart rate variability (HRV).
However, researchers have demonstrated that PPG signals offer an alternative
way of measuring HRV when electrocardiogram (ECG) and PPG signals are
collected simultaneously. Based on these findings, we take the use of PPGs to
the next step and investigate a different approach to show the potential
independent use of short 20-second PPG signals collected from healthy
subjects after exercise in a hot environment to measure HRV. Our hypothesis is
that if the PPG--HRV indices are negatively correlated with age, then short PPG
signals are appropriate measurements for extracting HRV parameters. The
PPGs of 27 healthy male volunteers at rest and after exercise were used to
determine the HRV indices: standard deviation of heartbeat interval (SDNN)
and the root-mean square of the difference of successive heartbeats (RMSSD).
The results indicate that the use of the $aa$ interval, derived from the
acceleration of PPG signals, is promising in determining the HRV statistical
indices SDNN and RMSSD over 20-second PPG recordings. Moreover, the
post-exercise SDNN index shows a negative correlation with age. There tends
to be a decrease of the PPG--SDNN index with increasing age, whether at rest
or after exercise. This new outcome validates the negative relationship
between HRV in general with age, and consequently provides another
evidence that short PPG signals have the potential to be used in heart rate
analysis without the need to measure lengthy sequences of either ECG or PPG
signals.
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Introduction
The most commonly accepted heart rate variability (HRV) metric 
to measure both instantaneous heart rate (HR) and RR intervals is 
derived from electrocardiogram (ECG) signals. Metrics used to 
describe HRV in literature include heart period variability, cycle 
length variability, RR interval tachogram, and RR variability.

HRV measurement captures HR variations of the mean HR, 
while providing information on the stability of the sympathetic– 
parasympathetic autonomic system. This in turn provides informa-
tion on the risk of sudden cardiac death. An example of this can be 
seen when continuous subjection to dry heat occurs with subjects. 
Dry heat exposure provokes a stress response that is designated 
by increased HR, which occurs due to a significant reduction in 
parasympathetic control of the HR, which is signified by reduced 
HRV1.

The traditional method of identifying heartbeats in ECGs is by 
detecting R peaks. In almost every study, comparisons are made 
between HRV calculated from ECG signals and those calculated 
from photoplethysmogram (PPG) signals. In these studies, the fea-
sibility of using PPGs as an alternative simple, inexpensive, and 
convenient diagnostic tool was explored in parallel with the use of 
ECGs. The overall results showed that PPG is potentially an ideal 
stand-alone alternative but it has not been explored independently, 
possibly explaining why there are no known investigations into the 
alternate use of PPG signals to measure HR and HRV.

It is noted that accurately detecting inter-beat intervals from  
fingertip PPG signals is challenging2–4. Bernston et al.2, noted these 
challenges and recommended using RR intervals from ECG sig-
nals to determine inter-beat intervals. Even with the use of a peak 
detection algorithm that is sophisticated, using intra-arterial pressure 
pulses is likely acceptable but indirect PPG signal measures need fur-
ther validation. The contour of the PPG can measure HRV through  
the detection of the heartbeat, and thus HRV can be measured5.

Giardino et al.4 demonstrated that it is sufficient to use the distal 
pulse pressure, under resting conditions, to determine the heart rate 
as shown in Figure 1(a). The authors also recommended further 
investigations into the test-retest reliability evaluation for different 
data collection techniques.

These cautious evaluations may explain the reason for limited  
investigation into the use of PPG signals (rather than ECG) to  
measure HR and HRV.

The contour of the PPG can be utilized to detect the heart beat and 
therefore HRV can be measured from the contour5. In Figure 1(a) 
two circles, with the smallest positive PPG amplitudes, represent 
two consecutive heartbeats. Reliable detection of the heartbeats 
using the PPG contour is, however, challenging due to noise and the 
nature of its associated interference with hemodynamic variables6. 
These identified challenges can be addressed by using the second  
derivative of the photoplethysmogram waveform, also known 
as the acceleration plethysmogram (APG). In Figure 1(b), two  
circles with the largest positive amplitudes, represent two  
consecutive heartbeats of the APG signal. The heart rate is more 

Figure 1. Two successive beats in (a) fingertip photoplethysmogram 
(PPG) signal (b) second derivative wave of photoplethysmogram 
(APG) signal.

Figure 2. Fingertip photoplethysmogram signal measurement7. 
(a) Fingertip photoplethysmogram. (b) Second derivative wave of 
photoplethysmogram. The photoplethysmogram waveform consists 
of one systolic wave and one diastolic wave, while the second 
derivative photoplethysmogram waveform consists of four systolic 
waves (a, b, c, and d waves) and one diastolic wave (e wave).

accurately detected using the APG signal due to the clearly defined 
peaks in the APG, when compared to the peaks in the PPG contour 
(more specifically the a wave), as shown in Figure 2(b).
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We therefore sought to validate the usefulness of PPGs using an 
alternative method without the collection of ECGs based on the 
already established negative correlation between HRV and age8. 
We hypothesized that if the PPG–HRV indices calculated from 
short PPG signals are negatively correlated with age then a short 
PPG signal is an appropriate measurement for extracting HRV 
parameters. In this study, only the standard deviation of the  
heartbeat interval (SDNN) and the root-mean square of the differ-
ence of successive heartbeats (RMSSD) indices are investigated, as 
they are suitable for short recordings based on the recommendation 
in 9. Herein we investigate if the SDNN and RMSSD calculated  
from short PPG signals measured before and after exercise can 
potentially be correlated with age.

Materials and methods
Ethics statement
Charles Darwin University (CDU) has one annotated PPG data-
base available with data collected, in 2006. The dataset includes 
participant recordings during rest (before exercise) and after one 
hour of exercise (walking) on a treadmill in the climate control 
chamber at the Northern Territory Institute of Sport (Darwin,  
Australia). PPG data was collected on three separate occasions  
during each rest period as shown in Figure 3.

Exercise was set to moderate intensity, with the treadmill speed  
set at 5 km/h with a 1% incline increment (which corresponds to 
effort required to walk on 8 kg of webbing). Details on the project 
are found at 10. Written consent was obtained from all subjects  
before participating in the Charels Darwin University Ethics  
Committee approved study and was conducted in accordance with 
applicable guidelines and regulations.

Database used
A photoplethysmography device (Salus APG, Japan) was used 
to measure PPG recordings from 27 healthy male volunteers  
(mean ± SD age of 27 ± 6.9). Sensors were placed on the second 
digit of the left hand on the cuticle. Measurements were recorded 
for each subject at rest on a chair. Data were collected at a sampling 
rate of 200 Hz, with recording duration of 20 seconds.

We used one PPG oximeter to collect the data from all subjects 
measured after each exercise. It was not plausible to collect data 
for a longer period of time as we needed to measure other sub-
jects waiting in line. The longer the waiting time, the more the 
heat stress impact due to cooling of the body is lost. Therefore, it 
was convenient to collect data for a consistent recording length of  
20 seconds. Preliminary feasibility was also tested with this  
method, since the collected of a shorter recording length is  
preferred in a clinical setting.

The beat annotations were performed by a cardiologist, and each 
beat was labeled as an a wave after processing the PPG signals with 
a second-order bandpass Butterworth filter from 0.5–8 Hz of the 
unfiltered PPG signal, based on the recommendation in 11. There 
were a total of 584 heartbeats founds in signals measured before 
exercise (during rest). A total of 885 heartbeats were founds in the 
PPG signals collected post one hour of exercise and also contained 
fast rhythm PPG signals.

Methodology
Detection of a wave. In this study, the a wave detection  
algorithm published in 12 will be used. Elgendi proposed an  
algorithm in 201311 that was used to detect systolic waves in PPG 
signals, QRS complexes in ECG signals13, and to detect c, d, and 
e waves in APG signals14. The algorithm is adapted for this paper 
and the same approach will be utilized to detect the a waves, 
which has four stages: bandpass filtering, squaring, generating 
potential blocks, and thresholding and uses five parameters F

1
, F

2
,  

MA
peak

, MA
beat

, and β. Each stage is explained in more detail as 
follows.

•  Bandpass filter: A zero-phase second-order Butterworth 
filter, with bandpass 0.5–15 Hz, was implemented to 
remove frequency components that do not contribute to 
the a wave, such as the baseline wander and high fre-
quencies. A filtered S[n] signal was produced by applying 
the output of the zero-phase Butterworth filter the PPG  
signal—at rest and post exercise—produced a filtered 
signal Therefore, F

1
 = 0.5 Hz and F

2
 = 15 Hz based on 

a brute force search that is discussed in the parameter  
optimization section in 12.

Figure 3. Measurement Protocol. The duration of the whole experiment was approximately 4 hours, each exercise consumed approximately 
1 hr while the PPG signals collected during the 5 minutes break of each exercise at a sampling rate of 200 Hz. The length of each PPG 
recording is 20 seconds.
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•  Second derivative: The second derivative was used on 
the filtered PPG to obtain and analyze the APG signals.  
Non-causal filters are represented by the Equation 1 
and Equation 2. Using a delay of only two samples, the  
three-point centre derivative was created.

           
1

[ ] | ( [ 1] – [ 1]),
2

dS
S n S n S nt nTdt T
′ = = + −=         (1)

             
1

[ ] | ( [ 1] – [ -1]),
2

dS
Z n S n S nt nTdt T

′
′ ′= = +=        (2)

  T is the sampling interval and equals the reciprocal of the 
sampling frequency and n is the number of data points.

•  Cancellation of b wave: Emphasis of the APG a wave 
is necessary to make it distinct for detection, which can 
be accomplished by cutting out the negative parts of the 
APG signal (Z[n] = 0, if Z[n] < 0).

•  Squaring: Large differences that result from a wave are 
emphasized by squaring. Small differences from the 
diastolic wave and noise are suppressed, resulting in the 
output.

                 y[n] = Z[n]2,                    (3)

  This is important for improving the accuracy in distin-
guishing the a wave segment in APG signals.

•  Generating blocks of interest: Using two event-related 
moving averages, blocks of interest are created, that 
demarcate the a wave and heartbeat areas.

  In this procedure, the first moving average (MA
peak

) is 
used to emphasize the a wave area, and is given by

              
1

1

1

peak
1

...MA [ ] = ( [ ( 1) / 2]

...[ ] [ ( –1)/2]),

n y n W
W

y n y n W

− − +

+ + + +
              (4)

  where W
1
 represents the window size of the systolic-peak 

duration. The resulting value is rounded to the nearest odd 
integer. The exact value for W

1
 of 175 ms is determined 

based on a brute force search and is further discussed in 
the parameter optimization section in 12.

  The beat area is emphasized by the second moving  
average (MAbeat) that will be used as a threshold for the 
first moving average, and is given by

             2
2

2

1 ......MA [ ] = ( [ ( 1) / 2] [ ]beat

[ ( 1)/2]),

n y n W y n
W

y n W

− − + + +

+ + −

           (5)

  where W
2
 represents a window size of approximately one 

beat duration and is rounded to the nearest odd integer. A 
brute force search is used to determine the exact value of 
W2 of 1000 ms and is further in the parameter optimiza-
tion section in 12.

•  Thresholding: Determining the offset level is done using 
the following equation: (α) is βz

_
, where β = 0 based 

on a brute force search and is discussed further in the 
parameter optimization section in 12, while z

_
 is the sta-

tistical mean of the squared filtered PPG signal. The first 
dynamic threshold value was calculated by shifting the 
MA

beat
 signal with an offset level α, as follows:

                   THR
1
 = MA

beat
[n] + α.                   (6)

  By comparing the MA
peak

 signal with THR
1
 blocks of 

interest were generated, resulting in the generation of 
many blocks of interest. Some will contain the APG fea-
ture (a wave), while others will mainly contain noise. 
Thus, block rejection for blocks that result from noise 
must be carried out next and is based on the antici-
pated systolic-peak width. For the purpose of this paper, 
rejection of undesired blocks using THR

2
, which is a  

threshold that rejects the blocks containing diastolic wave 
and noise. Applying the THR

2
 threshold, will result in 

only accepting blocks that contain a waves only,

                   THR
2
 = W

1
.                    (7)

  As previously mentioned, the threshold THR
2
 corre-

sponds to the anticipated a wave duration. Classification 
of an a wave takes place when a block is wider than or 
equal to THR

2
, otherwise it will be classified as noise. The 

final step in this process is to identify the maximum abso-
lute value within each block to detect the a wave. Note 
that not all the blocks hold potential a waves, since some 
blocks are created by noise and need to be eliminated. 
Rejection of blocks will also take place when a block is 
smaller than the expected width for the a wave duration 
and are considered as noisy blocks. Accepted blocks are 
considered to hold an a wave. Detected a waves are com-
pared against the annotated a waves to determine whether 
they were correctly detected.

Performance of the a wave detector. We used two statistical meas-
ures to evaluate the a wave detection performance: sensitivity (SE) 
and positive predictivity (+P); whereas SE = TP/(TP + FN) and  
+P = TP/(TP + FP). TP represents the total number of true positives 
(a wave detected as an a wave), FN represents the total number of 
false negatives (a wave has not been detected), and FP represents 
the total number of false positives (non-a wave detected as an a 
wave). The percentage of true, correctly detected a waves by the 
algorithm is reported by SE. The +P reports the percentage of the 
detected a waves that were true a waves. MATLAB 2012a (The 
MathWorks, Inc., Natick, MA, USA) was used to implement the a 
wave detector.

Calculation of HRV indices. The detected a waves (heartbeats) are 
used to calculate the duration of each consecutive aa interval, as 
follows: aa[i] = A[i + 1] − A[i], where A represents the annotated 
a waves in each PPG signal, and aa represents the aa intervals. 
Note that the main interest is to analyze the aa duration rather than 
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the amplitude, no preprocessing is needed. It is known that HRV 
decreases with normal based on the analysis of R peaks in ECG  
signals15–17. Therefore, based on using a waves in PPG signals, if the 
correlation between HRV and age is decreasing, PPG signals can 
potentially measure HRV. The correlation between age and HRV is 
found by calculating and comparing two time-domain HRV param-
eters and are typically used with ECG signals. The first parameter, 
SDNN, is the SD of heartbeat duration; here, the RR interval is 
replaced by aa intervals. The SDNN is calculated, as follows:
 

2 2

=1 1
SDNN = (1/ ) ( [ ]) {(1/ ) ( [ ])} .

N N

i i
N aa i N aa i

=
∑ ∑−

      (8)

The second parameter is RMSSD, which is calculated as follows:

                       

2

1
RMSSD = (1/ ) ( [ ]) .

N

i
N aa i

=
∑

                         
(9)

Analysis of trend. As we have a small sample size, there is a need to 
examine both the correlation coefficient (r) and the slope. Note that 
it is common to obtain a small correlation with a small sample size, 
and therefore the slope can be used as an alternative to determine 
the relationship. Here, r is calculated as follows: Cov( , )

,
u v

u v
r

σ σ
=  where 

Cov(u, v) is the covariance between data u and data v, σ
u
 is the SD 

of data u and σ
v
 is the SD of data v. Here, u and v refer to the HRV 

indices.

Significance of trend. To test the significance of the slope, we  
performed a multilinear regression of the responses in y on the  
predictors in x for all lines in Figure 4 and Figure 5. The null  
hypothesis states that the slope is equal to zero, and the alterna-
tive hypothesis states that the slope is not equal to zero. MATLAB 
2012a (The MathWorks, Inc., Natick, MA, USA) was used to  
calculated the significance of trend.

Results and discussion
To date, several studies have evaluated the agreement between 
HRV calculated from PPG and ECG signals; however, some results 
remain controversial18,19. This disagreement is due to applying 
inappropriate methodologies or inefficient experimental settings. 
A recent study by Chen et al.20 showed that the accuracy of HRV 
obtained from PPG is mostly incommensurable across 26 unhealthy 
subjects. However, it has been proven that the HRV calculated 
from PPG signal is sufficient in its accuracy for only healthy (and 
mostly younger) subjects at rest21. Therefore, in our study, fit and 
healthy subjects were only considered. Because of this selection, 
it is expected that there will be no apparent differences between 
subjects. Moreover, we can focus on the age impact— without any 
dependencies such as arrhythmia, transvenous cardiac pacing, and 
heart transplant—as an indirect assessment for the usefulness of 
HRV calculated from PPG signals.

It is worth noting that the heat stress PPG data were collected 
for this study as a part of the project funded by the Australian  
Department of Defence. As mentioned in the ’Database used’ sub-
section, there was no exercise test with the same subjects in a cooler 
(or normal) environment included in the main project protocol. 
Therefore, we are unable comment, compare or discuss the HRV 
calculation in two different conditions, hot and cool environments. 

The designed exercise length for the heat stress test was four hours; 
however, only 16 out of 27 subjects completed the full duration. All 
subjects were able to complete the first 1-hr exercise, and therefore 
we analyzed all PPG signals collected only after 1-hr exercise.

After collecting the PPG signals, perhaps the question was how 
can we calculate the HRV from these PPG signals more accurately. 
In the literature, we found that the second derivative of the PPG  
signal enhances its frequencies and improves waveform charac-
teristics especially in heat stressed PPG signals22. Moreover, we 
found that detection of a waves in APG signals slightly increases 
the accuracy of detecting heart beats compared to systolic peaks 
in PPG signals. For example, the overall a wave detection rate was 
99.9%12, while the overall systolic wave detection rate was 99.8%11. 
Therefore, we applied the second derivative to the PPG signal to 
obtain APG signals and then applied the a wave detection algorithm 
described in the ’Methodology’ section.

The a wave detection algorithm was evaluated using 27 records, 
containing 1,540 heartbeats (584 heartbeats measured at rest and 
956 heartbeats measured after 1-hr exercise), with an overall SE of 
99.8%, and the overall +P of 100%. The overall accuracy was suf-
ficient enough to calculate the HRV indices automatically.

After the automatic detection of a waves, SDNN and RMSSD 
indices are calculated for 27 healthy subjects using PPG record-
ings each of 20 seconds duration during rest and after exercise.  
Figure 4(a) & (b) show the relationship between age and the  
SDNN index at rest and after exercise, respectively. The SDNN 
index at rest is more negatively correlated with age (r = −0.271) 
and has a steeper negative slope (−0.004) than after exercise  
(r = −0.12 and slope = −0.001). The slope significance for  
SDNN before exercise was p = 0.001, and the slope significance  
for SDNN after exercise was p = 0.04.

Figure 5(a) shows the relationship between the age and the RMSSD 
index at rest and Figure 5(b) shows the relationship between the 
age and the RMSSD index after exercise. The RMSSD index at 
rest is more negatively correlated with age (r = −0.217) and has a 
more negative slope (−0.004) than the RMSSD index after exer-
cise (r = −0.091 and slope = −0.001). The slope significance was 
achieved by RMSSD before exercise with p = 0.04, while it failed 
for RMSSD after exercise as p = 0.18.

It is worth mentioning that the remainder of the correlations are 
not as strong, specifically the correlation between SDNN and age 
and that between RMSSD and age. Nevertheless, the slope dem-
onstrates significance between HRV indices measured at rest and 
after exercise. The combination of the correlation coefficient and 
the slope provides a more precise evaluation for the trend analysis. 
Note that PPGs measured at rest have a greater negative slope com-
pared to those measured after exercise. Although it was known that 
long-term exercise exerts significant effects on the HRV23, it has not 
been investigated over short PPG signals. This study is important 
because it reports the effect of exercise on HRVs calculated from 
short PPG signals and compared their results in subjects measured 
at rest and after exercise.
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Figure 4. Correlation between age and SDNN index. (a) Age and SDNN calculated from PPG signals for all subjects measured at rest, 
(b) age and SDNN calculated from PPG signals for all subjects measured after exercise. It is clear that the SDNN index is more negatively 
correlated with age for 20-second PPG signals measured at rest compared to after-exercise measurements. Here, the p-value shows the 
significance for testing the slope of the linear regression.

The results of various cross-sectional studies have shown a linear 
decrease in HRV during exercise with increasing age using only 
ECG signals8,15,24. Interestingly, our results confirm the inverse  
linear relationship between HRV measures (SDNN and RMSSD) 
and age. Moreover, SDNN is statistically significant with age  
for PPG measured before and after exercise. This new outcome 
shows that HRV can potentially be measured using short PPG  
signals.

Healthy subjects were the focus of this study and the proposed 
method was successfully implemented only on these subjects. 
Subject physiology changes significantly depending on the  
current health status, and this was typically reflected in the PPG 
signal. Thus, due to these changes, the robustness of the proposed 
algorithm needs to be tested on and verified on recordings from 
unhealthy subjects. The next step, based on results from this study, 
is to examine the HRV indices calculated from PPG signals in the 
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diagnosis and monitoring of abnormalities, such as arrhythmia, 
diabetes, hypertension, and hyperlipidemia. The HRV indices are 
usually calculated over a period of five minutes from the ECG 
signals; however, the PPG recordings in this study were very short 
(20 seconds). Additional studies to demonstrate the 20-second  
recordings are equivalent in terms of usefulness to the standard 
length of time (5 minutes) are needed to further validate our  
findings. Studies that evaluate the extracted HRV indices as a 
function of PPG duration are recommended. The PPG database 
contains signals collected from subjects of approximately the 

same age (about 22 years old), which creates imbalance in the age 
distribution. Therefore, a larger and more diverse sample size with 
a balanced age distribution is needed to generalize the findings of 
this study.

Conclusion
The findings of this preliminary study build on previous stud-
ies that discussed the potential use of only PPG to measure HRV  
(i.e., without collecting ECG data). Suitable indices for short dura-
tion signals include SDNN and RMSSD, which can be used with 

Figure 5. Correlation between age and RMSSD index. (a) Age and RMSSD calculated from PPG signals for all subjects measured at rest, 
(b) age and RMSSD calculated from PPG signals for all subjects measured after exercise. It is clear that the RMSSD index is more negatively 
correlated with age for 20-second PPG signals measured at rest compared to after-exercise measurements. Here, the p-value shows the 
significance for testing the slope of the linear regression.
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20-second PPG recordings. A negative correlation with age at rest 
has been demonstrated for both indices. Interestingly, only SDNN 
shows significance for after exercise measurements. Since long 
signal measurement can be challenging due to perspiration, calcu-
lating SDNN using short PPG measurements from subjects after 
exercise in hot and humid weather is an appealing approach that 
needs to be explored on a larger scale. The overall result of this 
study indicates that an alternative potential modality for HRV anal-
ysis and the identification of individuals at risk, is the use of short  
PPG signals.
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clear why secondary associations with age needed to be invoked to provide a rather indirect
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In the paper, heart rate variability (HRV) is determined using the photoplethysmogram (PPG) signal. The
demonstrated findings are based on the calculation of the standard deviation of heartbeat interval (SDNN)
and the root-mean square of the difference of successive heartbeats (RMSSD). These indices were
determined using the second derivative wave of photoplethysmogram (APG) signal. The presented
methodology seems valid. However, there are some issues that should be addressed.
 

Since authors in their previous works used 20-second PPGs for calculation of HRV indices (SDNN
and RMSDD), it cannot be said that “To date, there have been no studies that investigate the
independent use of the photoplethysmogram (PPG) signal to determine heart rate variability
(HRV)”. Please refer e.g., to: M Elgendi, M Jonkman, F De Boer.: Applying the APG to measure
Heart Rate Variability, ICCAE 2010, DOI: 10.1109/ICCAE.2010.5452042.
 
Authors claim that “if the PPG--HRV indices are negatively correlated with age, then short PPG
signals are appropriate measurements for extracting HRV parameters”. The work “Applying the
APG to measure Heart Rate Variability” (in the comment 1), as well as the paper: M Elgendi, M
Jonkman, F De Boer.: Heart Rate Variability and the Acceleration Plethysmogram Signals
Measured at Rest, Third International Joint Conference, BIOSTEC 2010, Valencia, Spain, January
20-23, 2010, DOI: 10.1007/978-3-642-18472-7_21, have already proven that short PPG signals
are appropriate for extracting HRV parameters. In my opinion, the main novelty here is in showing
the correlation of HRV indices measured before and after exercise with age, and such correlation
with age should be emphasized, referring to these works, since it strengthens their findings. The
title of the paper should also reflect this – the question in the title (“Can heart rate variability (HRV)
be determined using short-term photoplethysmograms?”) was answered in 2010. The works above
should be added to the literature. Figure 1 can be also found in these papers.
 
Data were collected at a sampling rate of 200 Hz, with recording duration of 20 seconds, and the
duration was limited since subjects were waiting after exercise for the measurement. This suggests
a need of different organisation of the data collection, in which a line of participants is not formed
and does not affect the experiment. However, since “short” is a relative term, it would be desirable
to assess the shortest duration that can be used for meaningful calculation of the correlation
between HRV indices measured at rest and after exercise with age. Here, for example, p-value for
different lengths of PPG signals can be shown (in e.g., range 5-20s). Please add to the
investigation the correlation of the HRV indices with the heart rate in order to make the conclusions
more general (see your works in my second comment).
 
The PPG database contains samples with imbalanced age distribution. This certainly influences
the results and drawn conclusions on the age correlation of HRV indices, i.e., they can be wrong.
Since new samples cannot be simply added to the database, the imbalanced data should be
handled appropriately in order to obtain reliable results. There are many approaches to handle
imbalanced datasets, e.g., undersampling (see Longadge, Rushi, and Snehalata Dongre. "Class
imbalance problem in data mining review." arXiv preprint arXiv:1305.1707 (2013).
http://arxiv.org/pdf/1305.1707). I strongly advise applying at least one such technique.
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